An unusual obstacle in lead extraction.
This case report deals with an unusual complication in the removal of an active fixation implantable cardioverter defibrillator (ICD) lead. We were not able to pass the stylet beyond the point of lead fracture and this was subsequently found to be due to the stylet passing between the electrode and the outer layer of the lead insulation. The lead was removed by rotation extraction of the entire lead.